Altering the physical properties of silicone elastomers for medical device applications.
In designing prototypes of medical devices and molds, it is sometimes necessary to modify the working consistency of the unvulcanized elastomer or the softness of the vulcanized elastomer. This article presents data demonstrating the use of polydimethylsiloxane (PDMS) fluids to alter the handling or the final physical properties of the elastomer.